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Abstract 
The design and realization of two pumps based on micromachining of 
silicon are described. The pumps, which are of the reciprocating displace- 
ment type, comprise one or two pump chambers, a thin glass pump mem- 
brane actuated by a piezoelectric disc and passive silicon check valves to 
direct the flow. Chambers, channels and valves are realized in a silicon wafer 
by wet chemical etching. The results of mechanical calculations and simula- 
tions show good agreement with the actual behaviour of the pumps. It is 
possible to design pumps having a specific yield and pressure dependence, 
and which are fail-safe (the flow is blocked while the pump is switched off). 
1. Introduction 
Since 1983 research has been carried out at the University of Twente, 
within the Transducers and Materials Science Group, on the possibility of 
realizing a micropump based on micromachining of silicon and thin-film 
techniques. Silicon technology provides unique technical possibilities and 
silicon shows excellent properties as a mechanical material in sensors and 
actuators [ 11. 
Starting from the principle of a peristaltic piezoelectric fluid pump, 
developed in 1980 at Standard University by Smite [2], several prototypes 
were realized in silicon wafers. The demand for more reproducible, more 
stable and better pump behaviour led to a new design, which will be dis- 
cussed in this paper. 
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2. Design and working principle 
We have designed a two-valve and a three-valve pump, both having a 
glass/silicon/glass sandwich structure. Figure l(a) shows a cross-section of 
the two-valve pump, comprising a pump chamber, a piezoelectric disc/glass 
double-layer pump membrane and two passive silicon check valves that can 
seal a passage. 
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Fig. 1. Sketches of the pumps: (a) two-valve pump; (b) three-valve pump. 
The application of an electric voltage over the piezoelectric disc (from 
here on referred to as the ‘piezo disc’) causes the double layer to bend down- 
wards. The volume of the pump chamber decreases and the liquid is forced 
through valve 2 to the outlet, while valve 1 checks the return flow to the 
inlet. When the voltage is switched off, the membrane will adopt its original 
shape and fluid will be drawn through valve 1 while at the same time valve 2 
will check the return flow from the outlet. The yield of this two-valve pump 
is strongly dependent on the outlet pressure and, in the case of excess 
pressure at the inlet, both valves will open and allow liquid to pass con- 
tinuously. 
In the three-valve pump an extra valve is added, see Fig. l(b). This third 
valve is connected to the inlet by means of a channel and closes the outlet 
when the inlet pressure exceeds that of the outlet. Moreover, the dependence 
of the yield on the pressure can be reduced to a minimum with this third 
valve. Hence, this three-valve pump is fail-safe and the yield is pressure 
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independent in a specific working range. This will be clarified in the next 
section. 
3. Components 
For the model of the pump, expressions are derived in this section for 
the free volume stroke of the piezo disc/glass pump membrane under an 
applied block voltage. More expressions are also derived for the deflections 
and the volume strokes of the pump membrane and the valve diaphragms, 
due to net pressures. Further, the effect of a thin oxide film on the pre- 
tension of a valve is determined, and assuming a laminar flow across the 
sealing ring, we can estimate the restriction to the flow through the small 
gap when a valve is opened. 
The theory of bending of plates [3] is used to determine the required 
expressions for the pump membrane and the valve diaphragms. The elastic 
behaviour of single-crystal silicon is anisotropic: Young’s modulus E, 
Poisson’s ratio v and the shear modulus depend on the direction in the (100) 
plane of the plate [ 51, as also does the flexural rigidity D = E/(1 - v2) X h3/12 
for the plate with thickness h. We can define an approximate effective value 
of the flexural rigidity D = E’h3/12, with E’ = 1.55 X 10” N/m’ the modi- 
fied Young’s modulus [4 1. With this effective flexural rigidity, we can make 
use of the differential equations for the deflection of the plates due to a 
circumferential bending moment, a circumferential force or a pressure 
difference, as described in ref. 3. Integration, taking discontinuities of the 
plate thickness into account, yields expressions for the deflections due to the 
described loads. Superposition, and ‘accounting for the boundary conditions, 
then leads to the expressions for the deflection due to the particular combi- 
nation of loads. Further integration yields the expressions for the volume 
stroke for the considered loading case. 
Pump membrane 
The diameter of the piezo disc is smaller than that of the glass mem- 
brane. When a voltage U is applied over the piezo disc, the electric field E3 = 
-U/t, with t the thickness of the piezo disc, forces the disc to shrink in the 
radial direction, with a free strain e = dJ1 Es, where dJ1 is the piezoelectric 
constant for the 3-l coupling. This causes a lateral tensile stress u in the 
piezo disc, and a bending moment M = oth,/2 in the piezo disc/glass-double 
layer, forcing the pump membrane to bend downward. h, is the thickness of 
the glass. For small deflections we find for the free volume stroke: 
Avpiezo = y1d31 Ud4/t2 (1) 
with AVpiezo the free volume stroke of the pump membrane actuated by the 
piezo disc; dsl the piezoelectric constant for the 3-l coupling; U the applied 
voltage; d the diameter of the piezo disc; t the thickness of the piezo disc; 
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and 71 a dimensionless p ammeter depending on ratios of geometries and 
material properties of the piezo disc and the glass membrane. 
An induced pressure p will reduce the actual volume stroke by an 
amount pAumemb, where Au,,,, is the volume stroke of the membrane 
under a unit net pressure : 
kmxn~ = Yz d6/W 3, w 
with E the Young’s modulus of the piezo disc and 72 a parameter analogous 
to rl in eqn. (1). 
A maximum volume stroke of the pump membrane in the considered 
pressure range is obtained for a diameter ratio piezo disc/glass membrane of 
0.8. The piezo disc should be as thin as possible, with its thickness limited by 
the breakdown voltage. 
Valves 
Each valve consists of a circular silicon dia@ragm, which forms a seal 
on the lower glass wafer when the valve is closed. The diaphragm consists of 
a flexural outer ring and a rigid sealing ring. Each valve has a thin oxide film 
on the summit of its sealing ring. 
Due to the flexibility of the outer ring, a net pressure Ap acting on a 
valve deflects the sealing ring. This deflection S may be written as 
S = ApT3w4/(E’h3) (3) 
with 6 the deflection of the valve; Ap the net pressure acting on the valve; 
w the width of the outer ring; E’ the modified Young’s modulus of silicon; 
h the thickness of the diaphragm; and r3 a dimensionless parameter depend- 
ing on the dimensions of the sealing ring and of the flexural outer ring. 
Also, the outer ring itself will bulge out under a net pressure, with a 
volume stroke ~Av,,~,, where Avvalve is the volume stroke of the outer ring 
under a unit net pressure: 
Au,,l,, = r4w 6/(E’h 3, (4) 
with r4 a parameter analogous to r3 in eqn. (3). 
The thin oxide film on the summit of the sealing ring deflects the 
diaphragm slightly when the valve is closed. This gives the valve a small pre- 
tension Pvalver which can be determined using expression (3) recursively, 
substitutii the thickness of the oxide film h, for the deflection 6. 
In the three-valve pump the oxide fihn also covers part of the flexural 
outer ring of valve 3. In this case the compressive stress c0 in the oxide film 
[ 61 induces a bending moment in the silicon diaphragm, with a-correspond- 
ing free deflection 6 ‘: 
6’ = oO”Ysh,,w2/(E’h2) (5) 
with Q,, the compressive stress in the oxide film; ho the thickness of the 
oxide film; and r5 a dimensionless parameter depending of the geometry of 
the valve and the radius of the oxide film. 
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The pre-tension of valve 3 can be determined using expression (3) 
recursively again, substituting the sum of h, and 6’ for the deflection 6. 
When a valve is opened, the gap between the sealing ring and the glass 
plate forms a restriction to the flow. Assuming a laminar flow through this 
gap, we can derive the following expression: 
with C#J the volume flow through the gap; Ap the pressure difference across 
the gap; S the deflection of the sealing ring; p the viscosity of the fluid; and 
76 a dimensionless parameter depending on the ratio of the radius and the 
width of the sealing ring. 
Restrictions to the flow through the connecting channels were found to 
be negligible compared to the above effect. It was further assumed that 
other contributions to the restriction could also be neglected and that 
leakage through closed valves is zero. The last assumption is validated by 
leak-rate measurements (Section 7). 
4. Pumping mechanism 
The piezo disc is subjected to a periodic block voltage. For the pump 
membrane we can distinguish a downward stroke and an upward stroke. 
Two-valve pump 
When the pump membrane is activated downwards, the pressure in the 
pump chamber is increased. Provided this pressure exceeds the sum of the 
outlet pressure and the pre-tension of valve 2, the latter valve will open. Due 
to the pressure difference across the gap underneath the sealing ring, the 
fluid will flow through this gap, thereby reducing this difference. After a 
short period the chamber pressure will equal the sum of the pretension of 
valve 2 and the outlet pressure, and the valve will close, see Fig. 2(a). 
When the voltage is switched off, the pump membrane moves upwards, 
causing a pressure decrease in the pump chamber. Valve 1 opens, and the 
fluid flows into the pump chamber until the chamber pressure equals the 
inlet pressure minus the pre-tension of valve 1, see Fig. 2(b). 
The total pumped volume AV can be found from the difference 
between the volume of the pump chamber at the end of the downward 
stroke, and at the end of the upward stroke. The following expression results 
for AV: 
AV = AVVpiezo - @out -Pin + Pvdve 1 + Pvalve 2) 
X (hmxnb + Avva~ve I + Avvalve 2) (7) 
From eqn. (7) it can be seen that the total pumped volume can be 
regarded as the free volume stroke of the piezo disc/glass pump membrane 
due to the applied voltage, reduced by a lost volume, due to the bulging of 
the flexural parts under the induced pressures. From eqn. (4) it can be seen 
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Fig. 2. Operation of the two-valve pump. (a) Situation at the end of the downward 
stroke. (b) Situation at the end of the upward stroke. 
that the use of smaller and thicker valves leads to a reduction of this lost 
volume. However, the deflection due to an applied pressure will also be 
reduced according to eqn. (3). Expression (6) shows that this results in a 
decrease of the flow. The actual pump behaviour is predicted with the aid of 
simulations (Section 5). 
Apparently, the outlet pressure can have a large influence on the total 
pumped volume. Also, if pout -pin is negative and exceeds pvdve 1 and 
pvdva 2. both valves will open, permitting a continuous flow. 
Three-valve pump 
This pump consists of two pump chambers, 1 and 2. At the end of the 
downward stroke, the pressure in chamber 2 equals the sum of the pre- 
tension of valve 3, the inlet pressure and the effect of the outlet pressure on 
the deflection of the sealing ring. The pressure in chamber 1 equals the sum 
of the pressure in chamber 2 and the pre-tension of valve 2, see Fig. 3(a). At 
the end of the upward stroke, the pressure in chamber 1 compensates the 
pretension of valve 1 minus the inlet pressure, see Fig, 3(b). 
Expressions can be derived for the volume changes of chambers 1 and 
2. During the upward stroke, valves 2 and 3 remain closed. For an incom- 
pressible fluid this implies that the volume of chamber 2 has not changed. 
Equating the expressions for this volume at the end of the downward stroke 
and at the end of the upward stroke yields the pressure in chamber 2. With 
this, the volume of chamber 1 at the end of the upward stroke can be deter- 
mined. 
Again, the total pumped volume in a complete cycle equals the differ- 
ence between the volume of chamber 1 at the end of the downward stroke 
and at the end of the upward stroke. This results in an expression similar to 
eqn. (7) for the total pumped volume AV: 
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Fig. 3. Operation of the three-valve pump. (A) Situation at the end of the downward 
stroke. (b) Situation at the end of the upward stroke. 
AV = Avpiezo - (Pva~ve I + Pva~~e 2 + Pvdve 3 - Y,Pout) 
X (hnemb + Auvalve I + l/U/Avv,e 2 + l/&me 3)) (8) 
with y7 a dimensionless parameter, representing the effect of the outlet 
pressure on valve 3, and depending on the ratio of the outer diameter of the 
sealing ring and the width of the flexural outer ring. Values of r7 less than 1 
can be obtained, as the outlet pressure pout acts only on part of valve 3. 
It can be seen from expression (8) that for the three-valve pump valves 
2 and 3 appear as two series capacitances. With the outlet pressure acting 
only on part of valve 3, the influence of this pressure on the total pumped 
volume can be reduced to a minimum. Also, with the outlet pressure acting 
on the same side of the valve as the pressure of pump chamber 2, the 
influence of the outlet pressure on the pumped volume is, in fact, positive. 
For a certain value of pout, valve 3 will be open permanently, and the per- 
formance of the three-valve pump will resemble that of the two-valve pump, 
with valve 3 serving as a mere restriction to the flow. 
5. simulation 
A simulation of the pump operation has been carried out with 
TUTSIM, a simulation program developed at the University of Twente. For 
convenience, expressions (1) and (2) were rewritten in the form 
U(t) = aAp(t) + bAV(t) (9) 
with U(t) the voltage applied across the piezo disc; Ap( t) the induced pres- 
sure difference across the pump membrane and AV(t) the induced volume 
stroke of the pump membrane. 
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This formula shows the functioning of the pump membrane as provid- 
ing a combination of a volume stroke and an induced pressure change. 
Formula (9) covers both the case of a free volume stroke when no pressure 
change is induced (l), and the case of bulging of the pump membrane due to 
a net pressure Ap, at constant voltage (2). 
In the simulation diagram in Fig. 4 for the two-valve pump, a clock 
function and an amplifier generate the block voltage U(t). A second 
amplifier transforms this into an induced pressure change Ap, while a third 
amplifier corrects this pressure for the bulging of the flexural parts of the 
closed valves. Finally, the effective pressure acting on valve 2 is obtained by 
subtracting the pretension of valve 2 and the outlet pressure. If this is 
positive, the valve opens. A fourth amplifier corrects the pressure to account 
for the bulging of the whole diaphragm of valve 2 and transforms this into 
the deflection 6 of valve 2. A power raiser and a fifth amplifier determine 
the restriction to the flow, which is multiplied by the corrected net pressure 
over the valve to obtain the volume flow. Integration yields the total volume 
pumped through valve 2. This volume is also fed back, via a sixth amplifier, 
to the second to account for the partiaI release of the pressure in the pump 
chamber, according to formula (8). This is repeated until the voltage is 
switched back to zero. In this new situation, with a negative induced pres- 
sure in the pump chamber, a similar process starts for determining the flow 
through valve 1. Figure 5 shows some typical simulation results. 
In the simulation diagram of the three-valve pump, additional blocks 
were used to account for the effect of the third valve. The diagram is then 
more complicated than the one described above. The principle, however, is 
similar and therefore we have omitted this diagram. 
pumped 
volume 
Fig. 4. Simulation diagram of the two-valve pump. 
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Fig. 5. Simulation results of the two-valve pump. 
6. Realization 
Table 1 lists the materials used in the realization of the described 
pumps. The holes and channels in the silicon wafer are etched by a solution 
of ethylene diamine, pyrocatechol and pyraxine in water (EDP) [7]. Silicon 
oxide was used as a mash material. This method ensures that flat diaphragms 
can be etched giving well-defined edges. The etching process being aniso- 
tropic, the diaphragms are actually facetted, but for the simulations they can 
be regarded as circular. 
A sketch of the finished wafer is given in Fig. 6(a). The oxide mask for 
EDP-etching and the local oxide on the valves are obtained by oxidizing the 
water in a water/nitrogen atmosphere and selective oxide etching with a 
HF/lW&F solution. 
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TABLE 1 
Materials used for the described pumps 
Silicon wafer 
(100)wafer 
polished both sides, 
p-type (boron), 
diameter 2”, 
thickness 300 ,um 
Glass plates 
polished boron silicate glass 
diameter 2” 
bottom piate, 
thickness 1.6 mm 
top plate, 
O-valve pump : 
thickness 0.19 mm 
3-valve pump : 
thickness 0.3 mm 
Piezo disc 
&-valve pump : 
type, PXE-5 Philips, 
diameter 10 mm, 
thickness 0.20 mm. 
3-valve pump : 
type, PXE-52 Philips, 
diameter 10 mm, 
thickness 0.11 mm. 
(b) 
Fig. 6. Three-valve pump. (a) Treated silicon wafer. (b) Photo of assembled pump. 
The adhesion between the glass and the silicon is obtained by applying 
a technique known as anodic bonding [8, 91. After placing the wafer and 
glass plate between two electrodes and heating them up to 300 “C, a voltage 
of 500 V is applied acrass the electrodes, resulting in a hermetic joint 
between the glass and silicon. The second glass plate is attached in the same 
manner. The oxide on the valves not only provides them with a pretension, 
but also prevents the valves becoming attached to the glass (selective bond- 
ing). The thermal expansion of both the particular type of glass used and the 
silicon, after heating from 20 to 300 “C, is the same. Hence a bonding tem- 
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perature of 300 “C was chosen to. avoid residual thermal stresses at room 
temperature. 
Cyano-acrylate adhesive (Loctite 495) is used to attach the piezo disc 
to the glass. Then the connecting nipples for the inlet and outlet tubes as 
well as the electrical connections are attached. In order to fill the micro- 
pump, it is submerged in water in a bell jar. The air in the micropump is 
then removed by evacuation. When air is admitted into the bell jar, the 
micropump is filled with water. Figure 6(b) shows a photograph of the 
completely assembled pump with three valves. Table 2 lists the characteristic 
dimensions and calculated values for the components of the pumps. 
TABLE 2 
Characteristic dimensions and calculated values 
Dimensions (mm) Two-valve pump Three-valve pump 
Pump membrane diameter 12.5 
Pump chamber depth 0.130 
Valve diaphragm diameter: 
Valves 1 and 2 7 
Valve 3 
Sealing ring inner and outer diameter: 
Valves 1 and 2 1.2 and 1.5 
Valve 3 
Thickness valves 0.040 
Thickness oxide film 0.001 
Calculated values 
12.5 
0.105 
7 
6 
1.2 and 1.5 
4.3 and 5.0 
0.080 
0.001 
Volume stroke AVptezo (1) 0.21 @(loo V) 0.30 pl(125 V) 
Volume stroke Au,,,~ (2) 0.083 pl/mH20 0.043 pllrnH20 
Deflection 6 valves l/2 (3) 13 PmlmHzO 0.9 pm/rnHzO 
Deflection S valve 3 (3) 0.1 pm/mH*O 
Lost volume stroke AVvalve (4) 22 x 10m2 @/mHzO 2.4 x 10-2~l/mH~0 
Pretension valves 1 and 2 0.1 mHIO 0.6 
‘Pretension valve 3 
mH20 
2.5 ‘mHz0 
7. Measurements and comparison with simulations 
The yield is measured with the aid of a glass capillary tube, The pres- 
sure at the outlet pout is obtained with the use of a water reservoir, see 
Fig. 7. This enables exceptionally small yields of the order of pl/min to be 
measured accurately. The piezo disc is controlled with a block voltage with 
variable height, duration and frequency of the pulses. 
Figure 8 presents the measured yield of the two-valve pump as a func- 
tion of the pressure at the outlet, with a block voltage of 100 V and various 
frequencies. The simulated pump curves are also shown. The yield is there- 
fore strongly dependent on the outlet pressure and decreases almost linearly 
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capillary tube 
Fig. 7. Measurement set-up. 
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l l.OHz 
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- 0.25 0 0.25 0.50 0.75 1.00 
Pti [m HzOI 
Fig. 8. Measurementa and dmulatiom of the two-valve pump. 
with this pressure. In other measurements the yield appeared to increase 
linearly with the applied voltage at low frequencies, as expected. 
If Pout > Pin9 no liquid flow occurs from outlet to inlet, from which it 
can be concluded that the closure of the valves is very good. There is, how- 
ever, a flow from inlet to outlet when there is sufficient excess pressure at 
the inlet. In order to characterize the operation of the valves, flow curves 
were measured. Figure 9 shows the flow through the 
the applied pressure difference Ap. 
Measured and simulated pump curves of the 
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valves as a function of 
three-valve pump are __ 
shown in Fig. 10. The applied voltage is 126 V. The yield is now practically 
40 -- 
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8 l valve diameter 7 mm 
20 -- thickness 40 pm 
n valve diameter 7 mm 
thickness 60 $rn 
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0.2 0.4 0.6 0.6 1 .o 
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Fig. 9. Flow curves of single valves. 
0.1 Hz 
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0 1 2 
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Fig. 10. Measurements and simulations of the three-valve pump. 
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constant up to a pressure of 2 mH20. For higher pressures, the third valve is 
continuously open and the pump behaviour resembles that of the two-valve 
pump. If the voltage is switched off, there is no flow in either direction 
whatever pressure may be applied at the inlet or outlet. 
8. Conclusion 
The described design of the three-valve pump, with a piezo disc/glass 
membrane actuator and three passive silicon diaphragm check valves, makes 
it possible to construct a pump with a pressure-independent yield and the 
flow blocked for any inlet or outlet pressure while the pump is switched off. 
The yield can be regulated by varying the applied block voltage in height 
and/or frequency. The results of the simulations are in good agreement with 
the measurements. It is therefore possible to design pumps having a specific 
pump characteristic. Leakage through closed valves appeared to be negligible. 
9. Current research 
We are currently investigating further miniaturization and integration, 
and the use of other physical principles for actuating the pump. Our goal is a 
pump that can be made out of silicon wafers by micromachining and using 
IC-related thin-film techniques. Instead of EDP as an etching agent, we now 
use a solution of potassium hydroxide and propanol in water. This solution 
is far less toxic and provides much cleaner working conditions. 
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